State of Califormia - Department of Transportation

MATERIAL PLANT QUALITY PROGRAM AC, Rubber, Lime Slurry, Water & Other
Gulbrans MPQP Continuous Mixing Operations
Weighbelt Calibration
* reference scale units, NESE N 1 2 3 4 5 6 7 8 g 10 11 12
weighbelt EE,,—,E' Type of Material AGG AGG AGG
: I : Test Length (min.) 6.00 3.00 3.00
* reference scale .
e %und Displayed Rate (TPH) 100 200 300
» average calibration error, Calculated Rate (TPH) 10480 21220  296.20 ? ? ?
weighbelt |  0.315% Actual Gross 45140 45460 53800
* average calibration error, Weight Tare 24130 24240 24180
meter [ s fibs or fons) | o 20960.00 21220.00 29620.00
* specific gravity Aggregate Tons, Actual 10.48 10.61 14.81 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00
Tons Metered 10510 10540  14.810
Spg source Error 0.03 -0.07 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00 0.00
Percent Error 0.286 -0.660 0.000 ? ? ?
Span Used 25110, 251100 25110
Report Calculated Span ? 7 ? 2 2 2
Number| 2016 AGG Belt 2 Useability Acceptable  Acceptable Acceptable VOID VOID VOID
District 01| |Mark If Used * a * g
inspected by | | Lee Merer Calibration
lant owner Type of Liquid

Granite|| | Test Length {min.)
lant location Displayed Rate (TPH)
MNorth State Street Calpella CA/| | Calculated Rate (TPH)

planttype L Continuous | | Actual i

Weight Tare

scale agency ks =
Bartalomi Scales|
Asphalt Tons, Actual
inspection date 06/28/2016 Gallons Metered

Tons Metered

Error 0.0000 0.0000
Percent Emor 7 _ 7 2
Span Used

Calculated Span

Useability

Mark If Used ™
Fun Note

Comments on Indiviual Calibration Runs

Weigh Belt replaced and re-cerified
Plant Certified for State Use
Interlocks O K.

Printer O_K.




