Report Number|16-13 | calib[10/06/2016] district 01 _

| 109 by lLoren T. Lee £J1 L,_-—-»pJant controller MPAC Automation Inc.

plant typeii:'CC ) \ dats plant owner Nor Cal i plant location 700 Talmage Road Ukiah, CA 95482 f
scale acceptable t050000 i - } useable scale capacityi44bdd e I largest noted error, for this scale zero
scale number applied total adjustment; adjusted i
[ 1‘ step applied | build-up | applied | from total| indicated | actual | errorin
§ number testwemht weight | weight laststep| _weight| weight| error| grads|usgABILITY |remarks
material type - . | always zero e - - -
| agaregate 1 8000 for it step, 8000 8000 0. 0; 0.0 Acceptable.
- d t'" - 2 8000 16000 | 16000 16000 00 0.0 Acceptable.
graduation 3 16000 24000 j 2400024000 oq 0.0 Acceptable
I5|z,e,5 = | 4 24000 32000 | 32000 32000 0=Q 0.0 Acceptable.
2L 5 8000 32000 40000 | 40000 40000 0.0 0.0 Acceptable
6 4000 40000 44000 i 4_4000; 44000 0.0 0.0 Acceptable.
| | ]
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scale acceptable to[10000 | useable scale capacity/8000 | largestnoted error, forthis scalelzero |
,S,ga_le,,nymbg{ applied total | adjustment| adjusted

T 2 step applied | build-up| applied from total| indicated | actual | errorin

Qumber testwe!qht weiaht! _weight!__last ste i welqht error | _grads | USEABILITY rgmarks
| cement 2000 | 2000 %2 2000 2000 0000 Acceptable] =
graduation 2000 2000 4000 | 4000 - 0 Q_VA(_:_(;_e.g@b!g!_ 5
v 2000 4000 6000 i | 6000 8000 0O 0 Acceptable | e
L 5! 2000 6000 8000 - 0l 8.000,}, 8000 0 0 Acceptable |
scaleacceptableto] | useablescalecapacityl | largest noted error, for this scale |

_scale number applied total jadjustment; adjusted )

| 3 step|  applied| puild-up | applied from total| indicated| actual | error in

o |nunber| festweiohtl _weioht.|__weight ... last ste weight| _error | _grads | useaBILITY | remarks

material type § G P e | always zero ¢ p— T = -
I wateﬂ | S ) E 4170. for1slslep: 41705 B 4160 -10 -1.199 Acceptable| 0.2% Error Span # 2546 333 gpm
=== . | i 1788 ' ; g

graduation —- 4170 4170 '41"5§g __-12 -1.438 Acceptable| 0.3% Error Span #2546 333apm

size — —

L. 834 = 1

scale acceptable to \_7

_:] useable scale capacity _ __

| largest noted error, for this scale| e

scale number

I applied total jadjustmenty adjusted | ;
R S T step applied| build- up applied from total | indicated| actual | error in
material tvpe number | fest weight]_weioht |_weight!_last ste ioht| _weicht| _eror | grads| useasiLITY | remarks
S TR e - T Falways Zero — NS e @480 - I -
B | for ststep. | |

graduation . = 3 e |
size 3 ] -

K|
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Test Notes.

|Plant Certified for State Use

|Bartolomi Scales (Paul)

'Plant Controller MPAQ Automation Inc. Model # C48-TB Version # 5.24.10
Magnaflow Mag Meter Model 7500P Span # 2546

Tolerances OK

‘Additive Cameras OK

Printer OK



